Acute abdominal pain after retrievable inferior vena cava filter insertion: case report of caval perforation by an option filter.
Symptomatic caval injury is rare after inferior vena cava (IVC) filter insertion. A 39-year-old woman developed acute abdominal pain after uneventful placement of a retrievable Option IVC Filter (Angiotech Pharmaceuticals, Vancouver, British Columbia, Canada). Two days after placement, computed tomography showed a right-sided retroperitoneal hematoma, and three-dimensional C-arm rotational venography confirmed limb penetration beyond the caval wall. This is the first report of this complication despite two recent studies highlighting the safety profile of this relatively new filter.